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Abstract: The Muon g − 2 experiment, E989, is currently taking data at Fermilab with the aim
to improve the experimental error on the muon anomaly by a factor of four and possibly clarify
the current discrepancy with the theoretical prediction. A central component of this four-fold
improvement in precision is the laser calibration system of the calorimeters, which has to monitor
the gain variations of the photo-sensors with a 0.04% precision on the short-term (∼ 1ms). This is
about one order of magnitude better than what has ever been realized for the calibration of a particle
physics calorimeter. The system is designed to monitor also long-term gain variations, mostly due
to temperature effects, with a precision below the per mille level. This article reviews the design,
the implementation and the performances of the Muon g − 2 laser calibration system, showing how
the experimental requirements have been met.
Keywords: Detectors apparatus andmethods for particle, astroparticle, nuclear, atomic, andmolec-
ular physics and for synchrotron-radiation research; Detector alignment and calibration methods
(lasers, sources, particle-beams)
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1 Introduction
As the muon anomaly aµ = (g − 2)/2 can be computed to an extremely high precision [1, 2], the
newMuon g− 2 experiment at Fermilab, E989 [3–5], will provide an important test of the Standard
Model, and a sensitive search for new physics [6].
The E989 experiment aims to improve the precision on the measurement of the muon anomaly
by about a factor of four relative to the previous Brookhaven experiment, E821 [7, 8], i.e. to
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an uncertainty of 16 × 10−11 (±0.14 ppm). A large fraction of this improvement is obtained by
increasing the total number of muon decays recorded, but then the systematic uncertainty has to
match a target statistical error of 0.1 ppm. This requires a control of the systematics at the level of
2 to 3 times better than previously achieved, in particular at about 0.07 ppm on the knowledge of
the anomalous precession frequency of the spin of the muon (ωa) and on the precession frequency
of protons at rest (ωp), which is used to measure the magnetic field. To achieve the statistical
uncertainty of 0.1 ppm, the total data set must contain approximately 1.5 × 1011 detected positrons
with energy greater than 1.5 GeV.
The experiment consists in filling a storage ring with polarized muons and measuring the
anomalous precession frequency ωa. This is achieved by measuring the modulation of the rate of
positrons produced by muon decays. The positrons are detected by 24 calorimeter stations located
along the storage ring. Muons are injected in the storage ring in bunches; their decays are observed
for ∼ 700 µs (fill time) after the injection, then the few remaining muons are discarded and a new
bunch is injected into the ring.
Because of the increased rate of muon decays and the more demanding goals in systematic
uncertainties, the collaboration had to devise improved instrumentation [4] with respect to the E821
experiment. In particular, a set of 24 calorimeters, with matrices of 6x9 PbF2 crystals, equipped
with fast, non-magnetic photo-detectors, are placed along the ring, and provide large acceptance of
decay positrons and precise energy and time reconstruction. An accurate laser calibration system
ensures critical performance stability of these detectors throughout the long data taking periods, as
well as the synchronization of different detectors and the debugging of the whole data acquisition
system.
The PbF2 crystals (dimensions 25 × 25 × 140mm3) produce Cherenkov light when hit by a
muon-decay positron [9]. This light is detected by large-area Silicon Photo-Multipliers, SiPMs,
which turn the light into an electric signal that is digitized in 1.25 ns bins by custom electronics [4].
During the fill, these sensors are subject to large changes in the rate of particles leaving signals in
the calorimeters. Indeed in the initial phase there is a large muon intensity as well as a flash of
additional quickly decaying background. After a few µs the background has disappeared and the
muon rate decreases exponentially with a time constant of 64 µs. These large rate variations affect
the SiPM response due to both the intrinsic sensor performance and small variations in the sensor
voltage provided by the power supplies [10].
One of the most relevant systematic errors of the experiment originates from variations of
the calorimeters gain. They affect the measurement of ωa very significantly, especially as they
occurs also during the time scale of the muon fill. Additional slower variations of the gain due to
environmental effects on the light sensors, such as the temperature, must also be monitored and
corrected for, in order to allow the determination of an absolute energy scale and therefore a precise
interpretation of all the quantities determined in the analysis of the data.
This paper describes the laser calibration system that is used to monitor the gain fluctuations,
to provide the calibration constants and the time reference to the calorimeters, and to emulate the
time distribution of the signals coming from the muon decays. It is organized as follows: Section 2
describes the complete laser distribution system, which for clarity has been decomposed into the
diffusing system, 2.1, the front panel, 2.2, the double-pulse setup, 2.3, and other detectors, 2.4.
Section 3 describes the two systems devoted to monitor the stability of the laser source, 3.1, and
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of the distribution chain, 3.2. Section 4 describes the control electronics, 4.1, and the readout
system, 4.2. Section 5 describes the system performances in different laser operation modes:
standard operation mode, 5.1, double-pulse gain calibration, 5.2, absolute energy calibration, 5.3,
and flight simulator mode, 5.4.
2 The laser distribution system
The E989 experiment requires a continuous monitoring and calibration of the calorimeters photo-
detectors at the 0.04% level on the short timescale of a single beam fill (700 µs). Monitoring and
correction of the gain over the longer term of an entire run (several hours) below the per mille level
is also achieved. This is a challenge for the design of the calibration system because the desired
precision is at least one order of magnitude higher than that of all other existing or past calibration
systems for calorimetry in particle physics [11–13]. The proposed solution, whose scheme is
sketched in Fig. 1, is based on the method of sending simultaneous light calibration pulses onto
each of the 1296 crystals of the electromagnetic calorimeter. Light pulses must be stable in intensity
and timing in order to correct drifts in the response of the crystal readout devices. The stability of
the laser intensity is monitored with a suitable photo-detector system.
Figure 1: Schematics of the laser distribution system. For clarity each laser box indicates both the
Laser Head and the optical setup to split the laser beam in four part to be sent to 4 calorimeters.
Also for clarity the links that exist between each Laser Head and its Source Monitor and between
each Diffuser and its Local Monitor are shown only for one SM and LM respectively.
The filling of the muon ring by the Fermilab beamline occurs with a particular time sequence,
where the main clock cycle has a period of 1.44 seconds. At each cycle 2 groups of 8 bunches
each are sent to the storage ring with a frequency of 100 Hz. Each bunch is observed in the ring
for approximately 700 µs fill time, corresponding to roughly 11 muon lifetimes. Laser calibration
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pulses can be sent, according to a strategy described in Sec. 5.1 before or after each fill (called
Out-of-Fill Pulses, OoFP) or inside a fill (called In-Fill Pulses, IFP).
As the laser calibration pulses must arrive simultaneously to all the channels located in 24
calorimeters along the 14-meters diameter Fermilab muon storage ring, we chose to put most of the
laser apparatus in a dedicated room, the Laser Hut, located inside the g − 2 experimental hall. It is
a 4 by 4-meters wide, light-tight, acoustically isolated and thermally controlled room, from where
laser calibration pulses are sent to calorimeters throughmultimode optical fibers. All optical control
signals are thus recorded only inside the Laser Hut. Additional laser signals for timing/calibration
purposes are also sent from the Laser Hut to two other g − 2 detectors called T0 and Fiber Harps.
The crucial elements for the realization of this system are: 1) the light source; 2) the distribution
system that distributes the light to the calorimeters with adequate intensity and homogeneity, and 3)
the monitoring system. The light wavelength must be in the range of the calorimeter photo-detector
sensitivity and the light source must have an adequate power to deliver an appropriate amount of
light to all crystals.
Figure 2: Picture overviewing the optical table. On the right side, the 6 laser heads are partially
hidden by the 6 Source Monitors (silver aluminum boxes). The laser beams are then attenuated by
6 motorized filter wheels (black aluminum). In the center the optical elements used to split each
laser beam in four parts, each one injecting a launching fiber (yellow cables). On the far right, the
rack with the Local Monitor boxes, with the reference signals coming from the Source Monitors
through optical fibers (blue cable). On the far left the orange plastic tubes guiding launching and
monitoring optical fibers to the 24 calorimeters.
Withstanding these requirements, the chosen setup is the following (see scheme in Fig. 1, and
picture in Fig. 2). Laser calibration pulses for the 24 calorimeters are generated by 6 identical laser
diode heads (Picoquant, mod. LDH-P-C-405M), 700 pJ/pulse, 600 ps (FWHM) duration, each one
serving 4 calorimeters. This has been a somewhat conservative choice, as the laser power available
is in excess to what actually required by over a factor 4, but it allows special calibration modes, i.e.
the double pulse mode (see Sec. 2.3 and 5.2), and recovery, in case of failure of one or more laser
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heads. The laser heads are driven by a multi-head controller (Picoquant, mod. PDL 828 "Sepia II")
and can be separately triggered. The power of each laser head can be varied in a reproducible way by
remotely changing neutral density filters through a filter wheel (Thorlabs, mod. FW212CWNEB)
and continuously by varying the current of the driver. Laser signals to the 24 calorimeters are
sent through 24 silica launching optical fibers (Polymicro, mod. FDP400440480) 25-meters long,
400 µm diameter. while laser monitoring signals from calorimeters are sent back to the Hut by 48
fibers: 24, 1 mm diameter PMMA fibers (Mitsubishi Eska, mod. GK40) and 24, 600 µm diameter
silica fibers (Thorlabs, mod. FP600URT). A sketch of the laser distribution system is shown in
Fig. 1. Splitting of each laser output into four beams and subsequent injection into the launching
fibers is performed in air through standard optical elements placed upon a temperature controlled,
light-tight optical table. A fiber coupler (Thorlabs, CFC-8X-A) is placed at the entrance of each
launching fiber. Roughly 70% of the incoming light is coupled into each fiber. The launching fiber
and the two monitoring fibers of each calorimeter are inserted into protective, semi-rigid plastic
tubes that guide them inside the ring to each calorimeter, keeping them separated from the other
electric cables.
2.1 The diffusing system
In order to send the light pulses to all 54 detectors of each of the 24 calorimeter, each launching
fiber is connected to a dedicated box (see Fig. 3b) close to the calorimeter where the light output
is collimated and transmitted through an engineered diffuser (RPC Photonics, mod. ED1-S20),
consisting of structured microlens arrays that transform a Gaussian input beam into a flat top
one [14]. A fiber bundle made of 60 (54 plus spares) 1 mm-diameter PMMA fibers is positioned a
few cm from the diffuser and uniformly illuminated by the light from the diffuser. On the external
part of the bundle ferrule there are some slots where the two monitoring fibers (in quartz and in
PMMA) are inserted. They are dedicated to the so-called Local Monitor (LM), and go back to
the Laser Hut where the LM is placed. All optical elements forming the diffusing box, i.e. the
collimating lens, the diffuser and the fiber bundle, are mounted on a single, light-tight, 1-inch lens
tube. As the light beam transmitted through the diffuser diverges (by 20 degrees), the light collected
by the fiber bundle depends significantly on the distance set inside the tube between the diffuser and
the bundle.
We performed a detailed study on the homogeneity of the light profile as a function of the
diffuser-bundle distance [14], concluding that for distances larger than 40 mm the light inhomo-
geneity becomes of the order of few percent, i.e. lower than other factors determining the final light
intensity distribution delivered to the 54 crystals, which include fiber surface machining and fiber
to panel coupling (see Sec. 2.2). In this configuration, the light collected and transmitted by each
1 mm fiber of the bundle is of the order of some 10−4 of the total light impinging on the diffuser,
which is sufficient for our purposes. We also studied the temporal stability of this element of the
distribution system by monitoring the ratio of the light transmitted by two different fibers of the
bundle [14]. The temporal stability exceeds our requirements, indicating that processes potentially
unsafe for a stable pattern, like speckle formation, are negligible.
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Figure 3: Picture showing: (a) the Delrin front panel, (b) the diffusing box, with the diffuser and
the fiber bundle, connected to the Delrin panel and the optical prisms, and its light-tight cover, (c)
the assembling of the PbF2 crystals on the calorimeter equipped with the front panel.
2.2 The front panel
In the experiment, positrons emitted by muon decay curl towards the interior of the ring, where they
can be collected by one of the 24 electromagnetic calorimeters located at regular intervals along the
inner perimeter of the storage ring (see Fig. 1). The calorimeter is segmented into six rows and nine
columns of lead-fluoride (PbF2) crystals [15]. Each crystal is read out by a SiPM photo-detector
whose gain can substantially vary [10] so that it has to be continuously calibrated by laser light
pulses.
The vacuum chamber is specially shaped in correspondence with the calorimeters to allow
positrons to travel mostly in vacuum until the final detection in the calorimeter. This configuration
leaves very little space between the wall of the vacuum chamber and the front of the calorimeter
(about 20 mm). This space was used to introduce a panel that collects the 54 fibers from the diffuser
and conveys their output, by deviating the light pulses by 90◦, into each crystal. The calibration laser
pulses delivered by optical fibers require an optical component to reach the surface of the crystals
in a perpendicular way, as it is not possible to bend the fibers in the limited space available. To this
extent, a thin panel was conceived and realized by our workshop (see Fig. 3) It is made of Delrin, a
material characterized by its large radiation length and having appropriate mechanical properties.
The panel, 12 mm thick, corresponding to a radiation length of 0.044X0, holds the optical fibers
in a fixed position, between them and with respect to the crystals. Inside the panel, each fiber is
terminated onto a 10 mm side right-angle prism that performs the final 90◦ turn of the laser light
into the crystals. 24 Delrin panels were made, each holding 54 prisms and fibers. Fibers and prisms
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Position in Energy per notes
distribution/monitoring chain laser pulse
Laser head 700 pJ
After Source Monitor 490 pJ
Onto Source Monitor 210 pJ
Towards Fiber Harps detectors 70 pJ Only from one laser head
After filter wheel 170 pJ From now on values are with filter n. 6
(standard working mode)
Before each launching fiber 40 pJ
Onto each diffuser 30 pJ
Onto each front panel’s fiber 30 fJ Diffuser-bundle at 40mm
working distance
Onto each PbF2 crystal 18 fJ
Onto each SiPM 4 fJ
Onto LM from diffuser 4 − 6 fJ
Onto T0 detector 4 − 6 fJ
Onto Fiber Harps 5 − 10 fJ
Table 1: Laser energy per single pulse at various points of the laser distribution and monitoring
systems. These values are only indicative and may vary by 5-10% at each step going from one
distribution line to another.
are held in place with glue; no optical grease has been inserted between fibers and prisms in order
to prevent light transmission changes during the years due to aging of the grease. Finally, each
panel is fixed to an aluminum box (see Fig. 3), containing the diffusing system, rigidly connected
to the calorimeter assembly. Fig. 3c shows the Delrin panel and the crystals during the assembling
of the first prototype.
The laser energy per single pulse impinging in any part of the laser distribution and monitoring
systems, in standard working mode, is reported for clarity in Table 1.
2.3 The double pulse setup
The Double Pulse setup allows a working mode in which 2 consecutive pulses from two different
lasers are sent to each crystal, with a delay which can vary from 1 ns up to 100 µs.
In standard data taking, each laser sends light pulses to four calorimeters, as described in Sec. 2
and shown in Fig. 4a. By placing a movable mirror in front of each laser head, and additional fixed
mirrors, it is possible to form 3 pairs of lasers, 1-2, 3-4 and 5-6, coupled together. By remotely
controlling the position of the movable mirrors, it is possible to re-direct the light of each laser
into the path of its paired one through the first beam-splitter cube. The two laser beams are thus
superimposed and injected, with comparable intensity, into the same fiber, as shown in Fig. 4b.
In this way, one can remotely decide to send two laser pulses, with an adjustable time separation,
into the same fiber, i.e. into 4 calorimeters. Of course, when doing this, the other 4 calorimeters,
corresponding to the deviated laser, do not receive any light.
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Figure 4: Left: sketch of optical setup for the standard laser operation (movable mirror OUT) in
which each laser is split in four and injected into 4 fibers. Right: modified setup for double pulse
operation (movable mirror IN) in which one laser beam is superimposed into the path of its paired
one. A similar set of moving+fixed mirrors (not shown for clarity) is present also on the upper
laser setup to allow the symmetrical operation.
The movable mirrors are mounted on motorized standard flip-flop units (Thorlab MFF101/M)
that allow for a reproducibility of the beam alignment better than 0.1 mrad, which is enough for our
purposes.
Figure 5: Example of trigger structure for Double Pulse operation. A set of 4 double pulses,
delayed by 10 ns, is produced within each muon fill. Blue squared pulses are electronic triggers,
while black spikes represent laser pulses.
An external delay generator (SRS DG645) is used to send prompt and delayed signals to the
laser trigger. An example of how the pulses are triggered is shown in Fig. 5. Within each fill, a
programmable set of triggers (a so-called burst of triggers) can be sent by the delay generator. Each
trigger corresponds to 2 output channels whose relative delay can be programmed. Fig. 5 shows a
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possible setup with a burst of 4 triggers within the fill. Each trigger provides 2 NIM pulses delayed
by 10 ns (note the scale multiplier on the right), 50 ns long, used to trigger the two laser drivers and
produce the two laser pulses.
2.4 Time synchronization
In addition to serving as a calibration system for the calorimeters, the laser provides a synchroniza-
tion time signal to the calorimeters, the T0 counter, and the Fiber Harps.
The T0 counter is a 1mm-thick scintillator panel with two PMTs on the same axis. It requires
two laser pulses in order to synchronize the traces obtained from the PMTs. To this purpose, two
10 m long, 1mm diameter, PMMA optical fibers have been connected by SMA mating sleeves to
two spare fibers coming from the diffusers of two calorimeters.
The Fiber Harps, beam profile detectors that can be inserted in the muon path in two position
along the ring, are more demanding. Each detector has two pairs of 8 small SiPMs arrays (for X
and Y profiles), each SiPM collecting signal from a scintillating fiber. Additional 0.5 mm PMMA,
optical fibers have been connected to the SiPMs in order to receive laser calibration pulses. The 32
PMMA fibers of each detector are grouped in two bundles, each one fed in the very same way as
the 24 calorimeters (see Section 2) for synchronization and calibration purpose. The collimators
of the two launching optical fibers, connected to two engineered diffusers on the detector side,
are illuminated with a laser beam sampled from one of the laser heads by a 10:90 (R:T) ratio
non-polarizing beam-splitter cube (Thorlabs, mod. BS025) located before the filter wheel. The
amount of light, delivered to the Fiber Harps bundles by this optical arrangement, is similar to that
delivered to each calorimeter and can be reduced by an additional filter wheel placed after the cube.
3 The laser monitoring system
The stability of the power delivered by lasers to the calorimeters is monitored by two different
systems: a Source Monitor (SM) placed directly after each laser head and a Local Monitor placed
after each diffusing system.
3.1 The Source Monitor
The Source Monitor monitors the stability of the laser source. The SM was designed to satisfy
statistical requirements rapidly while minimizing systematics such as those arising from the gain
variation of the photo-detector or temperature instabilities. To this purpose, 30% of the total laser
intensity is deviated into the SM by a beam splitter located just downstream of the laser source. This
design allows to correct for shot-to-shot fluctuations at the per-mille level as well as variations in the
average intensity at the required (0.04%) precision in about 100 shots. Sensitivity to fluctuations
due to mechanical vibrations, intrinsic response, external electronic noise and to variations in beam
pointing are also minimized. A reference light source is also incorporated, allowing for long-term
monitoring of the average intensity.
After testing different designs satisfying the requirements [16], it was realized a SM character-
ized by a rigid mechanical structure, with a large thermal inertia and good electrical shielding which
contains all detector components. The method employed to eliminate beam-pointing fluctuations
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Figure 6: (a) External view of Source Monitor. The laser beam is sampled directly after the laser
head by a 30/70 beam splitter cube, and directed into an integrating sphere after a lens and a
diffuser. (b) Vertical Section of SM. Two large-surface PIN diodes are coupled directly to two
ports of the integrating sphere, while a third one is used to send light to a PMT and to an optical
fiber for referencing of the Local Monitor. A 241Am/NaI light pulser for absolute light reference is
positioned in front of the PMT.
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relies on the use of an integrating sphere. An external view and a vertical section of this SM are
shown schematically in Figs. 6.
Figure 7: Statistical distributions of laser signals from (a) the photomultiplier and (b) one of the
PIN diodes, as measured at the input to the DAQ, i.e. at the output of the front-end electronics. (c)
The variation of the ratio between the two PIN diode signals for SM1. Each point is an average of
3000 ratios and the two dashed lines indicate the 10−4 stability limit over the 80-minutes
acquisition period.
All SM detectors and the integrating sphere are contained in a rigid aluminum case, to which a
30:70 (R:T) beam splitter is fixed by steel rods. The light intercepted by the splitter is focused onto
the entrance port of the integrating sphere where it can be attenuated and diffused by appropriate
optical elements. The light entering the sphere is distributed amongst three output ports where it is
intercepted by 2 large-area (1 cm2) PIN diodes (PINs) [17] and oneY11wavelength shifter [18]. The
latter improves the matching of the laser wavelength to the photo-cathode of the SM photomultiplier
(PMT) to which light is conveyed by a PMMA light-guide. This guide also accommodates a
241Am/NaI light pulser [19, 20] so that the PMT simultaneously detects both the signal originating
from the laser source and a reference signal generated by the interaction of the α particles emitted
– 11 –
by the 241Am source with the NaI in the light pulser. This reference signal is used to correct for
instabilities in the PMT response and, since both the PMT and the PINs receive the same laser
signal, it can be used to correct for instabilities in the average PINs’ response over sufficiently
long periods to accumulate the required statistical precision. Optical and geometric parameters are
adjusted so that the integral of the laser and reference signals are comparable and the wavelength
shifter also helps broadening the time-width of the laser signal, thereby reducing the difference
in the dynamic range of the laser signal and that of the much broader reference signal and avoids
saturating the electronics. The PINs see about 106 photo-electrons/laser pulse which corresponds
to a statistical precision of about 10−3 (0,1%) per shot and the measured statistical resolution (about
0.3%) is determined by the front-end electronics. About 100 pulses (in nearly 0.02 seconds at an
operational frequency of 5 kHz, used in dedicated calibration runs) are therefore sufficient for a
statistical precision of better than 0.04%. The stability of the PINs is illustrated in Fig. 7c. Given
the PMT resolution (2.6%), nearly 104 pulses (corresponding to 2 seconds) are required to attain a
comparable statistical precision.
The PINs are inherently stable, unitary gain, high speed devices which are insensitive to
bias variation. Variations in the response are essentially due to temperature and correspond to
0.1%/◦C [16, 17].
Figure 8: The distribution of signals generated by the emission of 5 MeV α particles by the 241Am
deposited on the surface of the NaI in the reference pulser. Notice the much larger distribution of
pulse amplitudes with respect to the laser pulses of Fig. 7a.
The PMT response depends both on the temperature and on possible variations of the PMT bias
voltage. However, all variations of the PMT response that do not depend on the laser fluctuations
can, in principle, be corrected by using the signals from the reference Americium pulser which the
PMT views concurrently. Given the low activity (about 7 Bq) of the 241Am source [19], together
with the distribution (σ/mean ≈ 10%) (see Fig. 8) of the reference α-particle signal generated by
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the pulser, long monitoring times may be required. As an example, about 30 minutes are required to
monitor temperature variations of the PINs’ response at a level corresponding to the PIN temperature
sensibility (0.1%/◦C) which, given the rate of temperature related variations of the PINs signals, is
sufficient to parametrize these variations.
Data from the SM detectors are recorded by both the main DAQ system, through the waveform
digitizers used by the calorimeters, and by an independent, local DAQ as described in Section 4.2.
3.2 The Local Monitor
The Local Monitor is a component of the calibration system designed mainly to monitor the
stability of the light distribution system. It consists of 2 × 24 photo-multiplier tubes (Hamamatsu
R1924A, [21]) receiving two optical signals back from each one of the 24 calorimeters1. The PMTs
are mounted in three ventilated boxes together with shaping and adapting electronics for the final
readout by waveform digitizers. The acquired data is then sent to the experiment DAQ and stored.
Figure 9: Details of the LM. Left picture: PMTs, electronics and connectors are fixed on the front
panel. Right picture: LM boxes in the rack prepared for connecting the fibers, the fiber receptacles
are covered with black tape and, after connection, by a light-tight plastic conduit.
The LM boxes are placed in the thermally controlled Laser Hut, in racks close to the optical
table. Close to the boxes there is also a CAEN 127 HV supply that provides the necessary voltage
for the PMT operation. The LM boxes and rack are shown in Figs. 9.
As described in Sec. 2, calibration laser pulses are directed from the optical table to each of
the 24 calorimeters by launching silica fibers, each coupled to a diffusing box. In principle all
elements of the distribution chain, the optical elements to split the beam in 4 and inject the fibers,
the launching fibers, and the diffusing box, are studied specifically to ensure the necessary stability
of the laser light delivered to the calorimeter. Nevertheless either small changes, mainly due to
temperature variations, or abrupt ones due to catastrophic events like fiber damages may occur
during the long run-time period. The LM is thus intended to give a prompt diagnostic of the status
of the distribution chain and provide a correction to the SiPM output due to variations in the light
distribution chain. This is realized by taking a small fraction of light from the diffuser with two
long fibers (one plastic and one silica) and sending them back into the Laser Hut to two PMTs.
1In the first run of the experiment only 24 PMTs were installed, then the system has been doubled for redundancy.
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In order to be independent of possible fluctuations of the PMT gain in the LM, a small quantity
of light is also taken directly from the integrating sphere of the Source Monitor and guided by
an optical fiber to each PMT of the LM to provide a reference signal (each SM feeds the 4 LMs
corresponding to the 4 calorimeters that are illuminated by the same laser head). In this way each
PMT sees two pulses (see Fig. 10) separated by roughly 240 ns, corresponding to the 50 meters of
fiber going back and forth from the Laser Hut to the calorimeter position.
Figure 10: Typical trace of a Local Monitor PMT signal. Notice that the hight of the delayed LM
peak is only incidentally smaller than the reference SM one, as both peak intensities can be
independently adjusted.
The PMTs with their magnetic shieldings are fixed on the box front panel, which is made of
black Delrin, and the fibers (both short and long ones) are glued in the Delrin plugs used for their
fixation. The fibers are 1 cm distant from the PMT photo-cathode in order to allow the expansion of
the laser beam and the placement of an interference band-pass filter centered at 405 nm in between.
In this way only the light at the laser’s wavelength contributes to the signal and the beam covers an
important fraction of the photo-cathode thus averaging its local properties.
In the LM, 24 out of 48 PMT signals are split and recorded also by a local data acquisition
system. The redundancy in the LM is needed to study and compensate for any fluctuations due
to temperature of the transmission coefficient of the LM optical fibers. This is achieved also by
using two types of fibers for the light coming back from the ring: quartz and PMMA. The system
is redundant and allows to monitor temperature and solarizing effect of the PMMA fibers.
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4 The control electronics and the readout system
Specific electronics modules have been designed to manage the complete control of the laser
system and photo-detector data readout, as well as to provide bias voltage and control signals. A
key element of the Laser Calibration system is the Laser Control Board (LCB) that manages the
interface between the beam cycle and the calibration system, takes care of the generation of the
laser pulses and distributes the time reference signals to the monitoring electronics. Although all
SM and LM signals are digitized by the WFDs and stored in the general DAQ of the Muon g − 2
experiment, a local calibration system DAQ with a modular structure, has been developed. It is
based on an event-driven data collection, by using a custom bus protocol and a controller board
for the readout from Monitoring Boards (MBs). Each crate contains up to 12 such MBs managing
36 photo-detector channels and the controller.
4.1 The Laser Control Board
The laser is operated in four main different modes, as described in Sec. 5. The first is set during
physics runs and allows the correction of systematic effects due to gain variation of the SiPMs,
produced by the very high muon decay rate during 700 µs muon fill. The second mode corresponds
to the double-pulse mode, used to study SiPM behavior to two consecutive pulses. The third one is
used to equalize the gain of the different SiPMs inside a calorimeter and, finally, the fourth allows
the simulation of physics events produced by the muon decay. It is enabled for the calibration runs,
without beam, in order to test the detector, front-end electronics and DAQ. Moreover, the laser is
used for time alignment of the SiPM in the calorimeters and between calorimeters.
In these operation modes the LCB provides [22]:
• pulses train generation, OoFP and IFP respectively, at programmable frequency in in-fill and
out-of-fill gaps of the beam cycle during physics runs;
• single pulses or pulses train generation at programmable frequency in special double-pulse
runs (no beam present);
• single pulses at a programmable frequency for calibration purposes (no beam present);
• physics event simulation, or operation in flight simulator mode (FSM), by triggering the
laser according to the exponentially decreasing time function, exp(−t/τ) , as expected in
the experiment due to muon decay; many other distribution functions can be simulated to
reproduce a specific effect in detector and DAQ system.
• time reference signal for synchronization and initialization of the detector and front-end
electronics and DAQ.
The LCB manages the interface between the calibration system and the experiment’s syn-
chronous control system, the Clock and Control Center (CCC). The CCC provides the triggers to
the LCB timed appropriate to delivery of the muon beam. The LCB decodes the trigger mode and
generates the suitable laser pulse sequence.
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Figure 11: Time sequence of the different trigger pulses generated for each muon injection. The
upper line shows the time sequence of the complete beam-machine cycle (1.44 s period). For each
muon fill the CCC generates one start and one stop triggers (2nd uppermost line) that are used by
the LCB to produce Begin-Of-File and End-Of-File triggers (third line) and, in the end, the
triggers for the generation of the laser pulses, OoFP and IFP respectively (bottom line).
During the physics runs, the generation pulses both for in-fill and out-of-fill time windows
are mainly based on a programmed number of electronic trigger pulses issued during an enable
gate. The programmable pulse rate spans from hundreds of Hz to MHz. This mode is completely
implemented in hardware and it needs only to be configured. In simulationmode (FSM, see Sec. 5.4)
the LCB is able to repeatedly provide a time sequence and with a mean number of pulses, according
to a positron decay time distribution by means of an exponential function exp(−t/τ) with a decay
time of 64.4 µs.
The system consists of a hybrid platform hosting a FPGA board and an ARM-based processor
(Fig. 12). The use of an embedded processor has the advantage to host a high level operating
system. Two different implementations of FSM have been realized. The first implementation (HW)
is completely based on the hardware designed inside FPGA device while the second solution (SW
and HW) contains a pulse generator controlled by an embedded processor. Fig. 13 shows a good
agreement between the distributions of pulses obtained using the two implementations.
This version has been used to do several tests on the SiPMs [10] and was recently used in
different test beams, in particular at Laboratori Nazionali di Frascati [16] and at SLAC National
Accelerator Laboratory [23]. The possibility to simulate a specific time distribution function is an
interesting benefit useful for detector and DAQ measurements. All the system is fully managed and
controlled remotely including the firmware updating inside the FPGA device.
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Figure 12: Picture of the LCB, which is implemented by a hybrid platform hosting a Spartan6
FPGA board and an embedded CPU
Figure 13: Time distribution of laser pulses generated in the âĂĲflight simulationâĂİ mode,
according to the two implemented methods. Both distributions nicely follow and exponential
decay law.
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4.2 Signal processing and data readout
TheMonitoringBoard [24] has been specifically designed tomanage the complete signal processing,
data readout and configuration/control for one Source Monitor element made of two PIN photo-
diodes and one PMT. The MB has three independent sections to manage the three signals. The first
stage of the chain is a preamplifier circuit. The output is sent to a pulse shaper that transforms the
signal with a long tail (about 20 µs) to a semi-Gaussian shape around the peaking time. A baseline
restorer circuit is used to remove the baseline shift causing an uncertainty in the peak determination.
Shaping and baseline restoration circuits feed an analog to digital converter (ADC) for digitization
process. A peak detector is needed to track and hold the peak value long enough to allow the
quantization process. In addition, the MB provides three filtered signals of photo-detectors to
the WFD boards to allow an independent digitization based on a µTCA crate. The preamplifier
circuit has been realized on a daughter board, placed near the sensor to improve the flexibility of
front-end electronics. The MB allows the use of a unique hardware platform to manage different
photo-detectors. In fact, the module, based on FPGAs, can be customized by means of the loaded
configuration files for the Local Monitor photo-detectors.
The local data acquisition system is built on a trigger-driven scheme where all MBs and
Controller [25] share the same trigger signal distributed by the LCB. On the arriving of a trigger,
each MB performs the data framing by collecting all the sub-frames pertaining to the same trigger,
adds slow control information (temperature and bias measurements) and other control words and
pushes the reconstructed frame in a FIFO implemented in the FPGA. Then, it is transferred to the
Controller which in turn performs the event building at crate level. In fact, all the sub-frames from
MB belonging to the same trigger number, after the integrity data checks, are stored in a FIFO
accessible by an embedded processor for the final readout.
The Controller takes care of the data collection from a maximum number of 12 Monitoring
Boards. Each MB is connected to a Controller by means of two unidirectional serial links. There
are also some control signals that are broadcasted by the Controller to slave boards to implement
the communication protocol (i.e. trigger signal, synchronization/reset signals, busy).
The data transfer between slave boards and Controller is based on a serial links-inspired RS-232
scheme. The input section of the Controller has 12 identical slices to manage the readout from
slaves; in particular it reconstructs each slave frame, checks its integrity, and writes it into a buffer
FIFO. The use of a buffer memory improves the decoupling between the input and output sections.
When all the data frames from the slave boards pertaining to the same trigger number are
written in the buffer FIFO, the event building block starts the parsing of sub-frames and stores them
into the building FIFO until the last board is reached. An embedded processor hosted on the board
manages the final readout by using a USB interface and transfers the data to the online farm for
further processing.
Several Controller boards can be chained together in case of multiple crates, as shown in
Fig. 14. The event building at crate level is fully realized in hardware, while the event building
at chain level must be implemented at farm level. At present, the laser calibration system of the
Muon g − 2 experiment consists of 2 crates, one for Source Monitor and another one for the Local
Monitor.
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Figure 14: Schematics of the locally implemented data acquisition system, based on multiple
crates
5 Laser operation modes and calibration procedures
The laser calibration system has been used in several ways during the commissioning and the running
periods. The functioning modes can be set remotely from the control room at the beginning of each
run (by run we intend here any uninterrupted period of data taking with a given set of experimental
conditions in the whole g − 2 system; it can last from a few minutes to few hours and data are
recorded in an unambiguous way in the main data stream by the DAQ). Some of these functioning
modes have become routine and are described in the following: the standard, the double-pulse, the
gain calibration, and the flight simulator operation modes.
5.1 Standard operation mode
The standard operation mode is the working procedure that should provide gain corrections to
calorimeter signals and time-reference for synchronization of different detectors, front-end elec-
tronics and DAQ. The time sequence of the laser pulses, triggered by the Laser Control Board, has
been shown in Fig. 11. As shown, muon fills from the FNAL line arrive in bunches of eight, at
100 Hz frequency, each fill lasting about 700 µs. In the standard mode, before the arrival of the
muon fill, a first Sync laser pulse is fired for synchronization, then a number of IFP are fired within
the time of the fill, separated by 200 µs. A time ∆tsep after the end of the fill, four OoFP are fired,
separated by a time lag T .
Fluctuations in the gain stability of the calorimeter system and pileup effects, i.e. random
overlap of different positrons in the same calorimeter, are the main sources of systematic error for
the measurement of the precession frequency, see Table 2. The goal of the standard operation mode
is to send a regular pattern of laser pulses which are then used offline to calibrate the system. In
particular, three sets of pulses are issued, which are represented in Fig. 11:
• SYNC: a Beginning-of-Fill (BoF, also known as SYNC) and an End-of-Fill (EoF) pulse are
sent to all 1296 calorimeter channels a few tens microseconds before and after muon injection
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Error E821 E989 Goal
Category (ppb) improvement plans (ppb)
Gain changes 120 Better laser calibration
low-energy threshold 20
Pileup 80 low-energy samples recorded
calorimeter segmentation 40
Table 2: Systematic uncertainties for gain changes and pileup for the BNL E821 experiment ωa
analysis and for the FNAL E989 one [4]. The goal for the total uncertainty in the latter experiment
is 70 ppb.
in the ring, respectively. These signals are used to synchronize the response of the crystals in
such a way that the final accuracy of the time reconstruction is at the ' 30 ps level.
• IN FILL: During a prescaled subset of muon fills, the laser system fires a fixed number of
pulses. The pulses are shifted in time, for each subsequent fill, in order to sample all times
from the injection time up to several hundred microseconds later. This procedure will be
described in detail in Sec. 5.5.3.
• OUT OF FILL: muon injections are interleaved by a time gap of ' 10 ms which allows the
laser system to send a set of pulses, normally 4, when no muons are present. These pulses
are used as a long term stability check of the calorimeter, and in particular of the SiPMs.
As described in Sec. 5.5, this so-called Out-of-Fill Gain (OoFG) correction equalizes the
SiPM response as a function of time, as these devices are very sensitive to environmental
fluctuations, in particular to temperature.
The exact time sequence of these pulses is controlled by the Laser Control Board and its
parameters are set in the Online DataBase (ODB) interface and stored for each run.
5.2 Double-Pulse operation mode
In the Double-Pulse mode (DP) two consecutive laser pulses are sent to all crystals with a delay
that can vary from 1 ns up to several hundreds of µs.
The goal of this mode is to test the calorimeter response to two or more consecutive particles.
From previous studies [14] it is known that the SiPM gain is reduced when two particles enter a
crystal within a short time interval. This effect is shown in Figs. 11 and 12 of Ref. [14] showing
that the calorimeter response, or gain function, is not flat as a function of time but it has two distinct
time structures: one at short time distances (∼ 20 ns), due to SiPM response, and one at longer
times (∼ 20 µs), due to the recovery time of the power supply. The short time response curve has
been measured in laboratory with LEDs, while the long time response has been obtained with a
SPICE simulation. Details can be found in the cited article.
The DP mode provides the possibility of checking periodically the gain function for each of
the 1296 crystal during data taking which allows to correct for this effect and to keep the systematic
error under control.
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The gain function can be measured using the laser system, which has the possibility of sending
two consecutive pulses, or bursts of pulses, to the same crystal with a programmable delay.
There are different reasons why it is better to send pulses from two different lasers, rather than
fire the same laser repeatedly:
• two lasers allow to choose different light intensities for each pulse of the pair;
• the laser maximum repetition rate of 40 MHz does not allow to test the nanosecond time
scale;
• in case of two consecutive pulses, the laser output light for the second one can be systematically
different from the first one, while light fluctuations for different lasers are uncorrelated;
• as the laser light output can fluctuate up to the percent level from pulse to pulse and this
fluctuation is monitored by the SM (response time tens of microseconds), it cannot be
corrected when pulses are too close in time.
For all these reasons, the laser optics has been modified to include the possibility of sending 2
different laser pulses to the same calorimeter, as described in section 2.3.
Figure 15: Two typical double pulse signals produced with different delays. The digitized data are
fit to a pre-defined template.
An external delay generator (DG) (SRS DG645) is used to send prompt and delayed signals.
The input to the DG is a replica of the Master Clock sent by the Laser Control Board. Two of the
four DG outputs are connected to the ODD and EVEN lasers, respectively. This allows to send to
the same calorimeter two pulses with a relative delay programmable in the range [0, 1] sec in steps
of 10 psec. The ranges which are relevant for the calorimeter response are (0-100) ns, in steps of
∼ 1 ns, and (0 − 100) µs, in steps of ∼ 1 µs.
5.2.1 Short Term Double Pulse
The Short Term (20 ns) data structure can easily be measured by inserting the movable mirrors and
by operating the delay generator, as described in the previous section. The second pulse is delayed
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in the 0-80 ns range2.
For each delay, a run is taken with few thousand events. Two double pulse events, from two
different runs and with different delays, are shown in Fig.15.
Figure 16: Typical signal pattern for long-term double pulse. Firstly a burst of several, equally
spaced, laser trigger is sent to simulate the arrival of multiple particles, and then a final probe laser
pulse is shot with a large and variable delay with respect to the burst. Notice the signal baseline
sag due to the multiple pulses arrival.
5.2.2 Long Time Double Pulse
The longer time constant is more complex to measure. The gain drop is in fact due to the overlap
of several pulses which overload the HV power supply. Because of this, the prompt signal is not
provided by a single pulse, but by a burst of pulses.
The test is performed as follows:
• the laser control board sends a burst of N laser pulses separated by ∆t ns. The amplitude of
these pulses can be modified, by using the Filter Wheel located after the laser head, in the
range 1− 10−3. The default value corresponds to an energy deposit of ∼ 1.5 GeV in a crystal.
• after a delay, programmable in the range 0-255 µs, a test pulse is shot by the second laser.
An example of such a pulse structure is shown in Fig. 16.
The trigger for the delayed test pulse is provided by the Laser Control Board, described in
Sec. 4.1.
5.3 Gain calibration
The laser calibration system is used also to equalize the gains of the 1296 SiPMs in the 24
calorimeters around the g − 2 ring. This procedure, described in detail in Ref. [15], is used to
extract, for each SiPM at a given temperature and bias voltage, the calibration constantGpe = M/Npe
relating the number of photo-electrons Npe impinging on the SiPM to the mean signal pulse integral
2The delay can be set to be much larger, but the Short Time gain is back to 1 after 60-80 ns.
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M . This value is obtained by recording thousands of laser pulses, fired at constant intensity and
repetition rate. The distribution of the integrals of the recorded pulse signals returns a mean M
and a variance σ2. By varying the laser intensity in a controlled way, for example by using the
calibrated Filter Wheel in front of each laser head, a graph of the variance σ2 as a function of M is
obtained, showing in general a linear dependence (see for example Fig. 17 and Ref. [10]).
Figure 17: In a) plot of variance σ2 versus pulse-integral mean M of a distribution of fitted laser
pulses on a SiPM. The different discrete mean values are obtained using a multi-step filter wheel
to attenuate the light intensity. The inverse of the fitted slope corresponds to the Gpe/M and the
good linearity implies that the variance entirely depends here on the statistics of the number of
pixels fired on each event. In b) a typical distribution of pulse energies for a given laser intensity.
By assuming the distribution of photons from the laser source to be Poissonian and the mean
M proportional to the number of photo-electrons Npe through a gain constant Gpe, the slope of the
variance/mean graph gives directly the proportionality constant Gpe. This calibration constant is
different from one SiPM to another as it depends on both temperature and bias voltage, in particular
on the SiPM over-voltage, the difference between the bias and the breakdown voltage, typically
around 1 volt. For the same reasons, the constants can vary in time due to changes in environmental
conditions. The absolute photo-electron calibration is thus used when required to roughly equalize
the response of all SiPMs in a calorimeter. This is done primarily by adjusting the programmable
gain amplifiers on the SiPM readout boards and, in the end, by finely tuning the over-voltages. In
a next step, not involving the laser system, the number of photo-electrons is calibrated with respect
to the energy lost by the positrons inside the PbF2 crystal.
5.4 Flight simulation mode
As already stated in Sec. 1, the gain of the SiPMs is affected by the high rate of the decay positrons
in a fill. This effect, if not accounted for, could lead to a significant systematic uncertainty in the
determination of ωa. An important feature of the Muon g − 2 laser calibration system is that it
can simulate these In-Fill gain variations, ∆G(t) = G(t)/G(t0), using the laser control board in the
Flight-Simulator Mode.
As described in Sec. 4.1, the Laser Control Board in FSM triggers the laser with a sequence
of pulses that simulates the rate of decay positrons within a fill, i.e according to an exponential
distribution. It should be stressed that the anomalous frequency ωa, present in the real data, is not
introduced, i.e., no wiggles appear in the distribution of arrival times of the simulated positrons.
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Figure 18: a) Example of the distribution of laser pulses inside a fill when the system is in
Flight-Simulator Mode with Np = 64. In the x−axis the time is expressed in clock ticks (a clock
tick corresponds to 1.25 ns). b) Typical gain function obtained when the laser fires in FSM, fitted
using Eq. 5.1. The legend details the fit results.
Moreover, there is a certain difference with a real muon fill because all the 1296 crystals are
simultaneously illuminated with laser pulses, while in the case of a real positron from the muon
decay only a few channels per calorimeter are activated. This means that the SiPMs power supplies,
which also influence the gain drop, are stressed more in the flight simulator mode than in real data
taking. In addition, the LCB allows for the selection of the average number of calorimeter’s hits
Np expected per fill and it is possible to change the intensity of laser light using the Filter Wheels
positioned on the optical table. An example of the distribution of laser pulses in FSM with 64
simulated 1.8 GeV-positrons inside one fill is shown in Fig. 18a. Fig. 18b shows a typical gain
drop obtained with a 96-hit flight simulator and a filter with 100% transmittance. It is fitted using a
functional form that accounts for the time constant of the muon lifetime, τ1, and the time constant
of the SiPM recovery time, τ2, according to the equation:
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G(t)
G(t0) = A − B
(
e−t/τ1 − e−t/τ2
)
(5.1)
where A is the gain variation for t = t0, which is expected to be equal to 1, B is a factor related
to τ1 and τ2.
The LCB can be used also for simulating the initial splash by pulsing the laser 100 times at the
beginning of the fill, before simulating, in FSM, the detected decay positrons in the fill. This mode
has been extensively used during the commissioning phase.
5.5 Assessment of laser performances and gain calibration procedure
Ultimately, the laser system is leveraged to monitor and correct gain fluctuations in the calorimetry
system. The aggregate correction is classified into different types of corrections. The long-term
drift correction is referred to as the Out-of-Fill Gain (OoFG) correction. The systematic shift due to
effects correlated with muon injection is called the In-Fill Gain (IFG) correction. The nanosecond
timescale effects of one pulse on the subsequent pulse is the short-time double pulse (STDP). All
these corrections are performed on each individual SiPM detector of the 1296 total.
5.5.1 Laser monitor performances
The performances of both Source and Local monitoring systems have been assessed with real data.
The SM response is temperature dependent. The temperatures of the 6 SMs is measured directly
by the Monitoring Boards and its effect can thus be accounted for. As shown in Figs. 19a-b, the
fluctuations of the response of each individual PIN of the same SM is within ±5×10−3 in a 3-weeks
period but reduces to ±10−3 when temperature corrections are implemented. The ratio between
the responses of the 2 PINs, Fig. 19c, is in the ±10−4 range, once temperature corrections are
implemented.
Fig. 19d shows the dependence of the single PIN response on the temperature, for the same
given SM. An almost linear dependence of the PIN response is observed, with a negative 0.4%
variation per degree Celsius. In the corrected data only the linear correction is applied.
Figs. 20a-b show the stability of the LM, measured by the ratio of the LM delayed pulse to the
SM reference one, and that of the time difference between the two pulses. In this case the expected
stability of the ratio is lower than that of the SM, as it contains the fluctuations of the SM itself.
Nevertheless it is below the per-mille level.
5.5.2 Out-of-Fill Gain correction
Procedurally, the OoFG correction is calculated first and applied to all data, positron and laser.
Between the muon fills, laser pulses are sent to monitor the response of the system. Without the
fill-dependent effects in the hardware, the response of the calorimeter system to laser pulses is the
current state of the ever drifting detector gain. The primary cause of long timescale, i.e. seconds,
drift in the gain of the system is due to temperature-related effects. Temperature is known to effect
the amplification of SiPMs, PMTs, PIN diodes, the intensity of the laser heads, and the transmission
of fiber optic cables at different levels, see Fig. 21a. The OoFG correction folds all these effects
and accounts for the aggregate effect, see Fig. 21a. An implementation of the correction GSiPM, for
each SiPM, is given by the following equation:
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Figure 19: Plots assessing the stability of the Source Monitor versus temperature changes in a
two-week period. Upper panel: (a) and (b) the SM PIN1 and PIN2 signals, respectively, before and
after temperature corrections. Lower panel: in (c) PIN1 to PIN2 ratio before and after temperature
corrections; in (d) PINs temperature dependence for the same data set. The relation between the
two quantities is almost linear, therefore a linear correction is applied to the data to compensate for
this effect. The final stability is better than 0.2% for the single PIN and 10−4 for the ratio.
Figure 20: Performances of the Local Monitor: in (a) ratio of amplitudes of the delayed LM peak
to the respective SM peak for one particular LM channel and, in (b), arrival time differences of
between delayed LM and SM peaks for the same channel.
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GSiPM(i) = 〈RSiPM(i)〉subrunRSiPM(0) ·
RSM(0)
〈RSM(i)〉subrun
, (5.2)
where RSiPM is the response amplitude of the SiPM to the laser, RSM is the response amplitude
of the Source Monitor to the laser, the bracket variables indicate averaging all data over a subrun
(about 5 seconds), and the i = 0 variables are reference amplitudes used for normalization.
Figure 21: The principle of the Out-of-Fill gain correction: (a) the raw energy of one SiPM is
normalized by the subrun averaged response to give (b) the plot of the corrected energies, which is
flat on long timescales. In this particular plot the stability exceeds the experimental requirements.
5.5.3 In-Fill Gain correction
After properly applying the OoFG correction, the laser calibration system becomes sensitive to
the IFG effects. In order to monitor and model the IFG function, the laser system interlaces laser
pulses on a prescaled subset of the muon fills. A pre-defined number of pulses are delivered at the
prescaled rate and shifted by a prescribed amount on each subsequent prescaled fill. By tuning the
settings appropriately, the system samples the gain at fill times spanning from muon injection time
to 600 µs after injection.
The IFG function is adequately modeled using an exponential decay returning asymptotically
to unity as shown in Fig. 22. All individual crystal/SiPM pairs are modeled using in-fill laser data,
and the positron events are then corrected using the model for the IFG.
5.5.4 Short-time double-pulse correction
The STDP correction cannot be modeled from standard positron data. The laser system is prepared
to operate in a secondary running mode to explore the STDP gain effects. This has been described
extensively in preceding Sec. 5.2.1. These runs are taken with time separations from about 0 to
80 ns, and different amplitude based on adjusting the position of wheels filled with neutral density
filters within the laser optics.
6 Conclusions
The Muon g − 2 laser calibration system has been designed with the primary goal to monitor the
gain fluctuations of the calorimeter photo-detectors at 0.04% precision on short term scale (700 µs).
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Figure 22: An example of the measured and modeled IFG function. The data is fit with an
exponential decay which returns to unity at long times. The residuals show that we can model the
IFG to a precision of ±4 × 10−4.
Figure 23: The mean STDP response of calorimeter 17 for a single pair of filter wheel settings.
Data are fitted with the exponential function 1 − α exp−t/τ.
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Stability below the per mille level is attained on longer time scales. The adopted solution is based on
a triggerable diode laser system with multiple laser heads with fluctuation below the percent level,
an optical distribution system ensuring adequate intensity and homogeneity, and a laser monitoring
system with a stability at the 0.01% level. Different operation modes have been described: the
standard one, the double-pulse, the gain calibration and the flight simulator modes. All these modes
are possible thanks to the choice of the optical components and the presence of the Laser Control
Board which manages the interface between the experiment and the laser source, allowing the
generation of light pulses according to specific needs. The performance of the laser system with
data has been reviewed showing that it was able to meet the experimental requirements.
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